
SAFETY AND PERFORMANCE INFORMATION

ECG/BP Output Cable
YJ-910P/YJ-920P

General
The YJ-910P or YJ-920P ECG/BP Output Cable outputs ECG 
or IBP analog signals and heart rate trigger from a Nihon 
Kohden instrument to an external device such as an IABP or 
Nihon Kohden defibrillator. These analog signals and heart 
rate trigger can be used as the synchronization signal for the 
external device. 

Safety Information
WARNING A warning alerts the user to possible injury or 

death associated with the use or misuse of the 
instrument.

A danger alerts the user to a hazardous situation 
which causes death or serious injury.

DANGER

CAUTION A caution alerts the user to possible injury or 
problems with the instrument associated with its 
use or misuse such as instrument malfunction, 
instrument failure, damage to the instrument, or 
damage to other property.

Pay attention to all safety information in the Operator’s Manual 
or Installation Guide.

WARNING
When several medical instruments are used 
together, ground all instruments to the same 
one-point ground. Any potential difference between 
instruments may cause electrical shock to the 
patient and operator.

Connect the cable of the external device to the 
ECG output socket or BP output socket correctly. If 
connected to the wrong socket, the external device 
does not operate properly.

CAUTION
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This Safety and Performance Information is an extract from the general 
and safety information sections of the most recent edition of Operator’s 
Manual or Installation Guide. Therefore, the contents of your Operator’s 
Manual or Installation Guide may differ from those of this Safety and 
Performance Information. For detailed operating procedures, follow the 
instructions of your Operator’s Manual or Installation Guide.


